
Warnings for your  
Welch Allyn Stethoscope

WARNING Cross-contamination of  
stethoscope could cause patient 
infection. Clean and disinfect 
stethoscope between uses as 
described in the Directions for use. 

WARNING Eartips can be swallowed 
and cause a choking hazard. Ensure 
all parts are properly attached and 
stored. 

WARNING Stethoscope hoses can 
be a strangulation hazard. Keep away 
from children. 
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